gt Data Restructuring o

In BlueVIS 4.65.4, a database maintenance tool has been added to the exporter that will be extended in the next
versions of BlueVIS depending on customer experience and requirements.

Starting in 4.65.4, first function is restructuring the database, which leads to reduced disk space usage and in
many cases a significant speed up of the data export using the BlueVIS Exporter tool afterwards.

Important notes:

e Inrare circumstances (eg. power loss during writing) the process might lead to data loss.

e During restructuring, additional disk space will be used approximately of the size of the file "C:\Program
Files\MySQL for BlueVIS\data\bluevis\sensorvalues.ibd". Do not start the process with insufficient free
disk space.

e Restructuring may take multiple hours to complete, depending on the amount of data stored in your
database.

Start the Exporter by clicking on Export Data in BlueVIS Fermenter view.
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Click on Maintenance
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WARNING

Using these functions may lead to unwanted data loss and
should OMNLY used when instructed by Bluesens service staff,
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WARMING

This may take a long time [multiple hours) to finish.
Do not shutdown or restart this computer,
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Click OK
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